Investigation of a whole-body receiver coil operating at liquid nitrogen temperatures.
This communication describes the design and application of a receiver coil operating at liquid nitrogen temperature and intended as a surface coil in a whole-body imager. Its particular application is seen as the external receiver for parasitic internal or implanted detectors.